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Computer-aided Detection of
Peripheral Lung Cancers
Missed at CT: ROC Analyses
without and with
Localization’

PURPOSE: To retrospectively evaluate whether a difference-image computer-aided
detection (CAD) scheme can help radiologists detect peripheral lung cancers missed
at low-dose computed tomography (CT).

MATERIALS AND METHODS: Institutional review board approval and informed
patient and observer consent were obtained. Seventeen patients (eight men and
nine women; mean age, 60 years) with a missed peripheral lung cancer and 10
control subjects (five men and five women; mean age, 63 years) without cancer at
low-dose CT were included in an observer study. Fourteen radiologists were divided
into two groups on the basis of different image display formats: Six radiologists
(group 1) reviewed CT scans with a multiformat display, and eight radiologists
(group 2) reviewed images with a “stacked” cine-mode display. The radiologists,
first without and then with the CAD scheme, indicated their confidence level
regarding the presence (or absence) of cancer and the most likely position of a lesion
on each CT scan. Receiver operating characteristic (ROC) curves were calculated
without and with localization to evaluate the observers’ performance.

RESULTS: With the CAD scheme, the average area under the ROC curve improved
from 0.763 to 0.854 for all radiologists (P = .002), from 0.757 to 0.862 for group
1 (P = .04), and from 0.768 to 0.848 for group 2 (P = .01). The average sensitivity
in the detection of 17 cancers improved from 52% (124 of 238 observations) to
68% (163 of 238 observations) for all radiologists (P < .001), from 49% (50 of 102
observations) to 71% (72 of 102 observations) for group 1 (P = .02), and from 54%
(74 of 136 observations) to 67% (91 of 136 observations) for group 2 (P = .006).
The localization ROC curve also improved.

CONCLUSION: Lung cancers missed at low-dose CT were very difficult to detect,
even in an observer study. The use of CAD, however, can improve radiologists’
performance in the detection of these subtle cancers.

© RSNA, 2005

In the past decade, low-dose single—detector row computed tomography (CT) with 10-
mm-thick sections has been used to screen asymptomatic smoking and nonsmoking
populations for lung cancer (1-3). The results of these CT screening studies showed that
early peripheral lung cancers usually appeared as solitary noncalcified lesions with or
without areas of ground-glass opacity (GGO), and the detection of these lesions at an early
stage was greatly improved with use of low-dose CT rather than chest radiography. Most
CT scans obtained in screening programs, however, showed only minor benign abnor-
malities, including noncancerous abnormalities such as diffuse lung disease (emphysema
and interstitial changes) and focal lung disease (active infections, scars, and calcified
nodules); in addition, 5%-27% of patients had noncalcified nodules that were detected at
baseline screening with use of low-dose CT and 10-mm-thick sections (1-3). When reading
images obtained in a CT screening program, radiologists must search for suspicious
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noncalcified lung nodules, differentiate
these lesions from benign nodules and
lung cancer, and, finally, recommend fol-
low-up actions for the detected lesions.
In the studies mentioned above, no addi-
tional clinical information was provided
to radiologists reviewing the CT scans ex-
cept for age, sex, and smoking status.

At baseline CT screening performed in
a general population that included smok-
ers and nonsmokers in Nagano, Japan(2),
the fraction of lung cancers among the
detected noncalcified lesions was 9% and
the prevalence of cancers was only
0.48%. The corresponding data were 12%
and 2.7%, respectively, for smokers in
the U.S. Early Lung Cancer Action Project
(3). In CT screening programs, however,
32%-39% of lung cancers (4,5) were
missed in previous years, and the num-
bers of these missed cancers were not in-
cluded in the determination of the prev-
alence of lung cancers in these studies.
We previously reported (5) that 32
missed lung cancers were very difficult to
detect in the Nagano series; in general,
they were very subtle and appeared as
small, faint nodules with GGO that over-
lapped normal structures or as opacities
in a complex background of other dis-
eases.

When an automated lung nodule-de-
tection method (6) was used, 84% of
these missed lung cancers in the Nagano
series were marked by the computer;
however, the false-positive rate was high
(1.0 false-positive marks per section, 28
false-positive marks per study), and this
is not acceptable to radiologists. Re-
cently, we developed a computer-aided
detection (CAD) scheme (7) that is based
on a difference-image technique for en-
hancing lung cancers and suppressing
most normal background structures, and
the false-positive rate has improved to
about 3.0 marks per study (sensitivity,
87%) with use of a multiple massive
training artificial neural network (8).
Thus, the purpose of our study was to
retrospectively evaluate whether a differ-
ence-image CAD scheme can help radiol-
ogists detect peripheral lung cancers
missed at low-dose CT.

MATERIALS AND METHODS

H.M. and K.D. are shareholders in R2
Technology, Sunnyvale, Calif. K.D. is a
shareholder in Deus Technology, Rock-
ville, Md. CAD technologies developed
in the Kurt Rossmann Laboratories have
been licensed to companies including R2
Technology, Deus Technologies, Riverain
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Medical Group, Mitsubishi Space Soft-
ware, Median Technologies, GE, and
Toshiba.

Database

An annual low-dose CT screening pro-
gram for lung cancer in Nagano, Japan,
began in May 1996 and ended in March
1999. In the program, 17 892 examina-
tions were performed in 7847 individuals
(4288 men, 3559 women; mean age, 61
years; age range, 19-92 years). All indi-
viduals gave informed consent to un-
dergo CT screening and for use of the
data for research purposes. The database
used in this study consisted of data from
38 low-dose CT examinations performed
in 31 patients with missed peripheral
lung cancers. All of the CT studies had
been performed as part of the 3-year lung
cancer screening program (5,6). Twenty-
three cancers were missed because of de-
tection errors, and 15 cancers were
missed because of interpretation errors.

As described previously (5), the loca-
tions of missed lung cancers on sections
obtained at 39 CT examinations (one ex-
amination was excluded from this study
because of technical error) were deter-
mined in consensus by two radiologists
(F.L. and S.S., with 20 and 42 years of
experience, respectively). One radiologist
(F.L.) measured the length and width of
cancers on at least one section. Three ra-
diologists (F.L., H.A., and H.M., with 20,
18, and 29 years of experience, respec-
tively) first independently classified the
low-dose CT scans with the 38 cancers
into three patterns, and the final judg-
ment was based on agreement by at least
two radiologists. The mean diameter of
the 38 lesions missed at low-dose CT was
12 mm (range, 6-26 mm). The following
patterns were noted: 10 nodules had pure
GGO (nonsolid), 16 had mixed GGO
(part solid), and 12 had solid opacity.

The 31 missed cancers, which included
28 adenocarcinomas, two small cell car-
cinomas, and one squamous cell carci-
noma, were confirmed with surgery. The
CT examinations were performed with a
mobile scanner (CT-W950SR; Hitachi
Medical, Tokyo, Japan) with use of a low-
dose protocol and a tube current of 25 or
50 mA, a scanning time of 2 seconds per
rotation of the x-ray tube (tube rotation
time, 2 seconds), a table speed of 10 mm/
sec (pitch, 2), 10-mm collimation, and a
10-mm reconstruction interval. The mean
number of sections per study was 30, and
the pixel size was 0.586 or 0.684 mm for
scans with a 512 X 512 image matrix size.
The use of this database and the participa-

tion of radiologists in this observer perfor-
mance study were approved by the Univer-
sity of Chicago Institutional Review Board.
Informed consent for the observer perfor-
mance study was obtained from all observ-
ers.

CAD Scheme

Our scheme was based on a difference-
image technique (7,9,10) that enhances
the lung nodules and suppresses most of
the background normal structures. The
difference image for each CT study was
obtained by subtracting the nodule-sup-
pressed image processed with a ring aver-
age filter from the nodule-enhanced im-
age processed with a matched filter. By
applying a multiple-gray-level threshold
technique to the difference image, on
which most nodules showed strong en-
hancement, the initial nodule candidates
were identified. A number of false-posi-
tive findings were removed by using the
two rule-based schemes on the localized
image features related to morphologic
characteristics and gray levels, and a
false-positive rate of 15.8 per study was
achieved (7). Most (81%) of the remain-
ing false-positive findings were elimi-
nated without removing any true-posi-
tive findings by using a multiple massive
training artificial neural network trained
to reduce various types of false-positive
findings (8). The CAD scheme had a sen-
sitivity of 87% (33 of 38 cancers) for 38
missed cancers, with an average of 3.0
false-positive findings per study (7,8).

Observer Study

Among 23 studies in which cancer was
missed due to detection errors, 17 studies
in 17 patients (eight men and nine
women; mean age, 60 years; age range,
48-69 years) were performed the year
before the cancers were found; the
other six studies, including three that
were performed in the same 17 patients
2 years before the cancers were found
and three that revealed a coexisting be-
nign nodule (diameter, 4-5 mm), were
not used in this investigation. All 17
cancers were adenocarcinomas. At low-
dose CT, six nodules had pure GGO, 10
nodules had mixed GGO, and one nod-
ule had solid opacity. The mean diam-
eter of the 17 missed cancers was 10
mm (range, 6-17 mm). Fifteen studies
in which cancer was missed due to in-
terpretation errors were also excluded
from the observer study. In addition,
we included studies obtained in 10 con-
trol subjects (five men and five women;

CAD of Peripheral Lung Cancers Missed at CT - 685
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Figure 1.
entire lung for each patient, 27 consecutive transverse CT sections were displayed in a multiformat (3 X 3) mode on three
high-spatial-resolution monitors. (b) Stacked cine-mode display used by the eight radiologists in group 2. Magnified and
stacked transverse CT sections were displayed on one monitor.

TABLE 1

A, Values for 14 Radiologists in
Detection of Missed Cancers without
and with CAD Scheme

A, Value
Group and
Observer Without CAD With CAD
Group 1*
1 0.856 0.962
2 0.792 0.825
3 0.613 0.824
4 0.723 0.865
5 0.851 0.876
6 0.706 0.818
Group 2f
7 0.589 0.828
8 0.723 0.834
9 0.818 0.824
10 0.865 0.936
11 0.811 0.899
12 0.826 0.856
13 0.786 0.822
14 0.728 0.784
All observers 0.763 0.854

Note.—The difference in A, values without
and with the CAD scheme was statistically
significant, with a P value of .002 for all radi-
ologists, .04 for group 1, and .01 for group 2.
No statistically significant difference in A, val-
ues between the two viewing modes was
found for observers without and with the
CAD scheme.

* This group used a multiformat display.
The mean A, value for this group without
CAD was 0.757; the mean value with CAD
was 0.862.

 This group used a cine-mode display. The
mean A, value for this group without CAD
was 0.768; the mean value with CAD was
0.848.

mean age, 63 years; age range, 49-69
years) without cancer who had partici-
pated in the same screening program
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and whose ages and sexes closely matched
those of the patient group; findings in
these subjects were confirmed with 2-year
follow-up. Some of the 27 studies revealed
other abnormal findings such as scars, fo-
cal interstitial lung lesions, and small (<3
mm) benign nodules. The CAD scheme
had a sensitivity of 82% (14 of 17 cancers),
with 3.0 false-positive findings per study
(range, zero to eight) for patients with
missed cancers and 2.4 false-positive find-
ings per study (range, zero to five) for the
10 control subjects (7,8).

Two image display formats were used
in this investigation: a multiformat dis-
play and a “stacked” cine-mode display
(Fig 1). For the multiformat display, from
the top to the bottom of the entire lung
for each patient, 27 consecutive sections
with the original matrix size at low-dose
CT were displayed in a multiformat dis-
play (3 X 3) on three high-spatial-resolu-
tion (1600 X 1200 pixels) liquid crystal
display color monitors (CCL202; Totoku
Electric, Tokyo, Japan). For cine-mode
display, the same 27 CT sections for each
study were magnified and stacked on one
monitor. The speed or sequence of the
image display for cine-mode display was
controlled manually by the observer. The
windowing in the two image display for-
mats was initially set at lung settings but
could be adjusted by the observer to
bronchial or mediastinal settings. Two
clinical parameters (age and sex) were
provided to the observer on the monitor.

The 14 radiologists who participated in
this observer study were classified into
two groups according to type of display.
Observers who used multiformat display
(group 1) consisted of five general radiol-

(a) Example of the multiformat display used by the six radiologists in group 1. From the top to the bottom of the

ogists with 7-18 years of experience
(mean, 12 years) and one 3rd-year radi-
ology resident. Observers who used cine-
mode display (group 2) consisted of three
chest radiologists with 16, 17, and 45
years of experience (mean, 26 years), four
general radiologists with 5-16 years of
experience (mean, 13 years), and one
4th-year radiology resident. The observ-
ers in group 2 had more experience than
did the observers in group 1.

Radiologists were given the following
instructions: “(a) We wish to evaluate ra-
diologists’ performance in detecting lung
cancer without and with a CAD scheme
on low-dose CT scans obtained from a
screening program. (b) The role of the
CAD output is that of a ‘second opinion.’
(c) Twenty-seven low-dose CT studies
(with 10-mm-thick sections) that did not
or did contain lung cancer and/or non-
cancerous abnormalities such as benign
nodules and scars are included in this
observer study. (d) The observer in this
study will be blinded to the number of
patients with lung cancer and the perfor-
mance level of the CAD scheme. (¢) Click
on the screen by using a mouse (i) to
indicate on a bar your confidence level
regarding the presence (or absence) of a
lung cancer and (ii) to locate the most
likely position on each CT scan. You may
indicate the cancer location first and (f)
click on one of the following four clinical
actions: (i) Return to annual screening,
(ii) diagnostic thin-section CT in 6
months, (iii) diagnostic thin-section CT
in 3 months, or (iv) diagnostic thin-sec-
tion CT immediately.” The radiologists
made their judgments first without and
then with the CAD scheme.

Li et al
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Figure 2. Graph shows ROC curves for detecting cancers
missed at CT without and with use of the CAD scheme and for
the two display modes. With the CAD scheme, the average A,
value improved significantly from 0.757 to 0.862 for group 1
(P = .04) and from 0.768 to 0.848 for group 2 (P = .01).

For a training session before the test,
we provided five different cases (that
were not part of the study set of 27) so
that radiologists could learn how to op-
erate the cine-mode interface and how to
take into account the computer output in
their decision. The reading time was not
limited in this study. The average reading
time was 48 minutes (range, 27-61 min-
utes; 1.8 minutes per case).

Statistical Analysis

The confidence level ratings from each
observer were analyzed with use of the
receiver operating characteristic (ROC)
method, and a quasi-maximum-likeli-
hood estimation of the binormal distri-
bution was fitted to the radiologists’ con-
fidence ratings (11). The statistical signif-
icance of the difference in the area under
the ROC curve (A,) between observer
readings without and with the CAD
scheme was tested with use of the Dorf-
man-Berbaum-Metz method (12), which
included both reader variation and case
sample variation by means of an analysis
of variance approach. Localization ROC
(LROC) curves (13) for observers without
and with the CAD scheme were also de-
termined for each reading condition.

The “proper” binormal model (14) was
used to fit the ROC and LROC curves
(Metz CE, written communication, 2004).
In this study, localization was considered
correct if the center of the cancer lesion
was located within 15 mm from the point
marked by the observer. The distance cri-
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terion of 15 mm was based on the fact that
our database contained lesions with diam-
eters as large as 26 mm. The distance was
computed automatically by the user inter-
face program. The sensitivity in this study
was defined on the basis of the number of
cancer lesions that were correctly located
by an observer regardless of the confidence
level ratings. The statistical significance of
the difference in sensitivities between the
computer outputs and the observer read-
ings without and with the CAD scheme
was tested by means of a confidence inter-
val method by taking into account reader
variation alone (15). The statistical signifi-
cance of the difference in sensitivities be-
tween radiologists without and with the
CAD scheme and in clinical actions be-
tween a beneficial and a detrimental effect
of the CAD scheme for each of the studies
that did or did not contain a lung cancer
was estimated with use of the Student
paired f test for the 14 radiologists. In gen-
eral, P < .05 was considered to indicate a
statistically significant difference.

RESULTS

Radiologist Performance

With use of the CAD scheme, the av-
erage A, value improved significantly
from 0.763 to 0.854 for the 14 radiolo-
gists (P = .002), from 0.757 to 0.862 for
group 1 (P = .04), and from 0.768 to
0.848 for group 2 (P = .01) (Table 1, Fig
2). No significant difference in the aver-

Owithout CAD B with CAD

5 6 7 8 9

Cancer detected by g Not detected by
~ computer B computer ~

10 11 12 13 14 15 16 17

No. of Cancer Patients

Figure 3. Bar graph shows the number of radiologists who correctly
detected cancer in each of 17 patients with lung cancer with and
without the use of the CAD scheme. In eight patients, the CAD
scheme had a beneficial effect for one to seven radiologists. In two
patients, the use of CAD had a detrimental effect for two radiologists.
(See details in Discussion.)

1.0
Group 2 (Cine Mode)
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2
X
S 041
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Figure 4. Graph shows LROC curves in the
detection of cancers missed at CT for radiolo-
gists with and without use of the CAD scheme
and with two display modes. The LROC curve
was improved for groups 1 and 2 with use of
the CAD scheme.

age A, values between the two groups was
found for radiologists without (P = .82)
and with (P = .63) CAD.

In eight of the 17 patients with lung
cancer, the CAD scheme helped from one
to seven radiologists find the cancers (Fig
3). In two patients, CAD had a detrimen-
tal effect for two radiologists. The average
LROC curves for the 14 radiologists with-
out and with the CAD scheme in the two
groups are shown in Figure 4. Figure 5
shows images from a patient in whom
the use of CAD helped seven radiologists
detect a cancer lesion.

With use of the CAD scheme (sensitiv-
ity, 82% [14 of 17 cancers]), the average
sensitivity in the detection of 17 cancers
improved significantly—from 52% (124
of 238 observations) to 68% (163 of 238
observations) for the 14 radiologists (P <

CAD of Peripheral Lung Cancers Missed at CT - 687
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a.
Figure 5.

b.

C.

Images obtained in a 69-year-old woman in whom CAD was helpful. Transverse CT scans show (a) a missed lung cancer (arrow) with

pure GGO in the right upper lobe, (b) the cancer, and (c) a false-positive finding. Circles in b and c indicate the computer detections. In this patient,
10 radiologists did not detect the cancer without CAD, whereas CAD helped seven radiologists find the cancer.

TABLE 2

Number of Patients in Whom Important Clinical Action Related to Follow-up
Was Changed by 14 Radiologists Owing to CAD

Patients with CAD-revealed
Lung Cancer*

Patients without
Lung Cancerf

Observer

No. Beneficial Effect Detrimental Effect Beneficial Effect Detrimental Effect
1 2 0 0 1
2 2 1 0 0
3 3 1 0 0
4 5 0 1 0
5 0 0 0 0
6 6 0 1 0
7 2 0 0 0
8 2 2 0 0
9 0 0 0 0

10 0 0 0 0

11 5 0 0 0

12 1 0 0 1

13 0 0 0 1

14 2 0 1 0

Note.—"Beneficial effect” indicates a change to follow-up for a patient with lung cancer and a
change to screening for a patient without lung cancer; “detrimental effect” indicates a change to
screening for a patient with lung cancer or a change to follow-up for a patient without lung cancer.

* The mean number of such patients in whom the use of CAD had a beneficial effect was 2.1 =
2.0 (standard deviation); the mean number in whom it had a detrimental effect was 0.3 *= 0.6. The
difference between a beneficial effect and a detrimental effect among these patients was statisti-
cally significant (P = .005).

 Patients in whom CAD revealed a condition other than lung cancer. The mean number of such
patients in whom the use of CAD had a beneficial effect was 0.2 = 0.4; the mean number in whom

it had a detrimental effect was also 0.2 = 0.4.

.001), from 49% (50 of 102 observations)
to 71% (72 of 102 observations) for group
1 (P = .02), and from 54% (74 of 136
observations) to 67% (91 of 136 observa-
tions) for group 2 (P = .006). The sensi-
tivity of the CAD scheme alone was
greater than that of the radiologists alone
(P < .001) and that of the radiologists
with CAD (P < .001), although the spec-
ificity was lower. No significant differ-
ence in sensitivities was found between
the two viewing modes for radiologists
without (P = .44) and with (P = .71) the
use of CAD.
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Clinical Actions

For the four clinical actions described
earlier (ie, return to annual screening or
perform diagnostic thin-section CT in 6
months, 3 months, or immediately), we
attempted to quantify the changes in
clinical action attributable to use of the
CAD scheme. For patients with a lung
cancer, the average number for whom
clinical actions were changed for a bene-
ficial effect (ie, a “step up”) (3.3) was
greater than the number for whom clin-
ical actions were changed for a detrimen-

tal effect (ie, a “step down”) (0.4) (P <
.001). For patients without a lung cancer,
the average numbers affected by the CAD
scheme for a beneficial effect (step down)
and a detrimental effect (step up) were
0.5 and 0.3, respectively (P = .27).
Table 2 shows the number of patients
for whom the important clinical action
related to follow-up was influenced posi-
tively or negatively by the 14 radiolo-
gists. For these patients, the difference
between the mean number of patients in
whom the action was changed from
screening to follow-up (2.1 patients) and
the mean number of patients in whom
the action was changed from follow-up
to screening (0.3 patients) was significant
(P = .005). For patients without a lung
cancer, no statistically significant differ-
ence between a beneficial effect (a change
from follow-up to screening [in 0.2 pa-
tients]) and a detrimental effect (a change
from screening to follow-up [in 0.2 pa-
tients]) owing to use of the CAD scheme
was found for the radiologists (P > .99).

DISCUSSION

It has been reported (16-21) that the use
of CAD has the potential to improve di-
agnostic accuracy in the detection of
lung nodules on chest radiographs and
CT scans. In previous studies with chest
radiography, however, some abnormal
cases—each with one lung nodule—and
some normal cases were used for the ob-
server test, and the radiologists’ perfor-
mance in terms of their confidence level
regarding the presence or absence of a
nodule was evaluated by means of ROC
analysis without localization (16,17). For
developing CAD schemes for use with
relatively thick (18,19) or thin CT sec-
tions (20,21), the number of lung nod-

Li et al
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ules was generally not limited to a single
nodule in each examination, and the
sensitivity with which radiologists cor-
rectly detected the nodule, regardless of
the confidence level, was commonly
used as a measure of the radiologists’ per-
formance. In previous CT-based studies
(18-21), the truth for the nodules was
established by radiologist consensus—
not according to pathologic results—be-
cause most small nodules are benign and
do not undergo biopsy or resection.

There were some differences between
the present study and the previous stud-
ies, as follows: In the present study, (a)
the CAD scheme was developed by using
missed lung cancers, which were con-
firmed at surgery; (b) the mean diameter
of the cancers was 12 mm (all were at
least 6 mm), and the CT findings for the
cancers included lesions with pure GGO,
mixed GGO, and solid opacity; and (c)
ROC, LROC, and sensitivity analyses
were used to evaluate radiologists’ perfor-
mance in the detection of subtle cancers
without and with CAD. The importance
of these differences is discussed in the
next paragraphs.

Missed lung cancers include the most
difficult cases for detection in clinical
work and mass screening programs, and
several investigators have reported the
possible reasons for missing lung cancers
on CT scans (4,5,22,23). In our series (5),
lung cancers were missed mainly because
they had low attenuation (eg, they were
of small size and/or were faint lesions
with GGO) or because of the presence of
large structured noise elements (normal
structures and/or complex backgrounds
caused by other disease) or both. In addi-
tion, the cancers had poor conspicuity as
defined by Kundel and Revesz (24). In
general, the missed cancers corresponded
to earlier visible findings in the same lo-
cations at previous examinations—find-
ings that had been identified as abnormal
according to radiologists’ consensus.
However, in a previous study by Austin et
al (25) of radiologists’ performance alone,
each of six radiologists, who were biased by
knowledge that the patients had lung can-
cers that were missed on chest radiographs,
missed cancer in a mean of 26% of 22
patients. The main purpose of our study
was to identify whether unassisted radiol-
ogists could identify these previously
missed cancers in the context of an ob-
server study and to evaluate whether a
CAD scheme could help them detect the
cancers missed on CT scans.

Diederich et al (26) reported that more
than 70% of noncalcified nodules are 5
mm or smaller, and no lung cancers were
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found among those small lesions in CT
screening programs for lung cancer at
baseline. Similar findings have also been
reported by Swensen et al (27). Henschke
et al (28) reported that the frequency
with which malignancy was or could
have been diagnosed when the largest
noncalcified nodule was smaller than 5
mm in diameter was very low (0 of 378).
The nodules with pure or mixed GGO on
CT scans in lung cancer screening pro-
grams were more likely to be malignant
than were solid nodules (29,30). Al-
though there was a limitation in the low-
dose CT protocol with 10-mm-thick sec-
tions used in our study, the cancers were
at least 6 mm in diameter, and the CT
findings for the cancers included lesions
with pure GGO, lesions with mixed
GGO, and lesions with solid opacity. We
believe, therefore, that it may be more
important for a CAD scheme used as a
“second opinion” to detect relatively
large nodules with or without GGO; such
nodules include primary lung cancers
more frequently than small nodules,
most of which are benign lesions, do.

Basically, ROC analysis without local-
ization (11,12) can help correctly evalu-
ate observer performance in the detec-
tion of the presence (or absence) of a
lesion on medical images when each im-
age does not include obvious false-posi-
tive findings, provided that the number
of patients is sufficiently large. However,
because chest CT scans may contain pul-
monary vessels or focal lung diseases that
have an appearance that is similar to that
of nodular lesions, high positive confi-
dence level ratings by radiologists for a
given CT study do not always correspond
to true-positive findings (lung cancers)
but instead sometimes correspond to
false-positive findings. With use of LROC
analysis (13), only the responses with
correct localization are evaluated for each
reading condition, although a proper sta-
tistical test for practical use in evaluating
the difference between the curves is still
unavailable. The shortcoming of LROC
analysis for estimating sensitivity is that
the radiologist’s performance is evalu-
ated only for patients with true-positive
findings and not for patients with true-
negative findings. Therefore, in this
study, we decided to evaluate the perfor-
mance with three methods—that is,
ROC, LROC, and sensitivity analysis—
and the results obtained with all three
methods showed that the diagnostic ac-
curacy of the radiologists improved with
use of the CAD scheme.

Although the radiologists in our study
were able to recognize the presence of
some subtle lung cancers, they could not
be sure whether the CT features of the
lesion were indicative of malignancy
even when the computer marked the le-
sion. The possible reasons why the sensi-
tivity for radiologists who used CAD did
not reach at least 82% include the fact
that the radiologists were not familiar
with the appearance of early lung cancers
at CT, especially at thick-section CT. In
addition, the sensitivity of the radiolo-
gists for detecting cancer lesions was af-
fected by some findings such as scars and
vertically oriented pulmonary vessels,
which had an appearance similar to that
of nodular lesions on CT scans in this
observer study. In addition, false-positive
computer findings would have an effect
on radiologists’ performance in the de-
tection of lung cancer. We noted that
radiologists tended to ignore the CAD
output more frequently for studies with a
large number of false-positive findings
(eight per study, the largest in our
scheme) than for those with a small
number of false-positive findings. In a
previous observer study of the use of
LROC analysis in the detection of clus-
tered microcalcifications on mammo-
grams, Chan et al (31) reported that radi-
ologists’ diagnostic accuracy with CAD
was further improved by reducing the
computer’s false-positive rate (from four
to one false-positive finding per image).

In this observer study, the use of CAD
had a detrimental effect in two patients
for two radiologists. In one patient, a ra-
diologist detected a cancer lesion without
CAD with a confidence level of 0.46 and
made a recommendation to follow up
the cancer with diagnostic thin-section
CT in 3 months. The computer indicated
the cancer lesion and eight false-positive
findings. With use of CAD in the same
patient, a different radiologist changed
the location from cancer to a false-posi-
tive finding (vertical pulmonary vessel)
with a confidence level of 0.59 and did
not change the clinical action. In an-
other patient, another radiologist de-
tected a cancer lesion without CAD with
a confidence level of 0.31 and recom-
mended follow-up with CT in 6 months.
The computer did not mark the cancer
lesion but indicated three false-positive
findings. The radiologist who used CAD
also changed the location from cancer to
a false-positive finding (vertical pulmo-
nary vessel) with a confidence level of
0.46 and did not change the clinical ac-
tion. Therefore, when the CAD scheme
yields false-positive findings that are very
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similar to true-positive findings, it may
have a detrimental effect on the observ-
ers’ performance when the task involves
the detection of only one lesion at CT in
an observer study. If radiologists were al-
lowed to identify more than one lesion in
an observer study, however, it is possible
that they might elect to keep the cancer
as detected initially and add the false-
positive finding as a further suspicious
area.

In recent CT screening programs, most
images were reviewed in a multiformat
display (film- or monitor-based viewing)
and/or a cine-mode display (1-3,26,27).
The cancers in this observer study were
missed in the Nagano lung cancer screen-
ing project, in which a multiformat dis-
play (3 X 4 or 4 X 4) on two high-spatial-
resolution (1728 X 2304 matrix) moni-
tors was used (5). A similar multiformat
viewing mode was used in our study by
the radiologists in group 1. In general,
cine viewing of CT scans of the chest is
believed to improve radiologists’ ability
to detect lung nodules compared with
film-based viewing (32,33). Tillich et al
(33), however, found no significant dif-
ference between cine and film-based
viewing in the detection rate of pulmo-
nary nodules (metastases) larger than 5
mm in diameter. We also did not find a
significant difference between the two
viewing modes in the detection of pri-
mary lung cancers (=6 mm) missed in a
CT screening program. The limitations of
this study include the facts that the low-
dose CT sections were thick (10 mm),
rather than thin, and the radiologists dif-
fered in the two groups. It was not the
purpose of our study to compare diagnos-
tic accuracy with the cine or multiformat
mode but rather to determine that the
benefits of CAD were substantial, inde-
pendent of the display mode used.

In summary, lung cancers missed at
low-dose CT screening were very difficult
to detect, even in an observer study; the
use of CAD, however, improved the radi-
ologists’ performance in the detection of
these subtle cancers. In addition, CAD
can help radiologists make recommenda-
tions for follow-up.
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